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ABSTRACT 


Wieweecten considerations and the construction details 
Sumo Comcmonem ly cecillating varied probe viscoelastometer 
to be used for the measurement of the shear modulus of soft 
sediments are presented. Its operation involves measuring 
the reaction to the radiation of shear waves into the 
sediment from a vaned cylindrical probe which executes 
fumiple harmemne torstonal oscillations. The radiation 
reaction should we sensitive to the viscoelastic parameters 
of the sediment. Torque and angular velocity sensors at 
the probe head provide a means of measuring the mechanical 
1mpedance. Sensor calibration procedures ana -umerr resultcs 
are described. The instrument operates at frequencies in 


the neighborhood of 900 and 2700 Hz. 
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i.) SEPRODUC TION 


A model of the ocean floor which can accurately predict 
transmission and reflection properties is essential if 
contemporary sonar techniques, such as bottom bounce mode, 
are to be exploited to the maximum extent possible. To 
formulate such a model requires not only a detailed knowl- 
Pame Of the viscoelastic properties of ocean floor soils, 
but also that this knowledge be acquired through in situ 
measurements, rather than through laboratory measurements, 
so that it is truly representative of the ocean environment. 

if tne sediment is capable of supporting a shear wave, 
Benen a technique which meersleE for the generation of such 
a wave and then provides a means of measuring the complex 
Lame eonstants of the medium would provide not only the 
information which is sought, but should also be easily 
adaptable to in situ measurements. Such a technique was 
first utilized by Mason [6] to measure the viscosity and 
Shear elasticity of various liquids. The torsional wave 
viscoelastometer method described by Mason was modified by 
Cohen [2] and Hutchins [3] and its use extended to the 
measurement of the complex shear modulus of soft sediments. 
Hutchins investigated the operation of the viscoelastometer 
in the resonance mode proposed by Mason and in a pulsed 
mode proposed by McSkimin [8]. Both techniques yielded a 


complex shear modulus for the laboratory water-saturated 





sediment investigated (kaolinite), thus indicating that the 
sediment exhibits both viscous and elastic properties, and 
further that the viscoelastometer is a useful technique 

for measuring these properties. 

Utilizing an improved design for the viscoelastometer, 
Bieda [1] extended the use to several samples of continental 
terrace clayey-silt sediments. His measurements were per- 
formed in the laboratory along with measurements of other 
eee physical properties of the samples. A correlation of 
his data eateated that the real part of the complex modulus 
was consistent with the results obtained by other researchers 
mela Zine diiterent techniques. 

Additional study of the viscoelastometer at the Naval 
Postgraduate School by Lasswel1l [5] has tended to confirm 
the validity of the technique, but has also revealed a 
severe temperature dependence in the existing instrument 
tiewch renders it virtually impractical for in situ 
measurements. 

It has been the intent of the research described in 
this report to develop and construct a viscoelastometer less 
sensitive to temperature and thus more suitable for in situ 
MeesuUrememrs vnan the instruments previously used. One 
feature of the existing method is retained: measurement of 
Mle Pedcumen on the torsionally vibrating probe due to the 
radiation of shear waves into the medium in which the probe 


is imbedded. Torque and angular velocity sensors located 





at the immersed head of the probe provide data from which 
the specific radiation impedance for shear wave in the 


sediment can be computed. 





Pes ele Oleag 


The viscoelastometer is based on the principle that a 
eylindrical probe executing simple harmonic torsional motion 
about its axis will generate shear waves in the sediment in 
which it is immersed and that the reaction of the sediment 
upon the probe due to the radiation of these waves can be 
measured and related to the viscoelastic properties of the 
sediment. 

15a seme Lapua dioeeontimmuae bais vechnique initialby, 
Mason [6] utilized a cylindrical transducer supported at 
its middle (nodal) plane. In the investigations of Cohen 
[2] and Hutchins [3] the device was modified to include a 
metallic, cylindrical rod attached to the torsional drive 
transducer. The assembly was suspended by a thin fiber 
attached to the upper (transducer) end. Bieda [1] and 
Lasswell [5] returned to the centerplane eenen but with 
Symmetric, metallic probes attached to either end of the 
Greve transducer which was suspended by a resilient clamp 
Gbeaite center. While the theory of operation is unaffected 
by the method of suspension or location of the transducer, 
center plane suspension does facilitate establishing an 
exact nodal plane and reduces energy losses to the support. 
End point support makes possible in situ measurements with 
the least disturbance of the sediment. Location of the 
transducer at the center also improves its electromechanical 


Coupling. 
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Following the method developed by Mason the mechanical 
impedance of a sediment is obtained by assuming pure torsional 
motion of the rod, no slippage at the rod-sediment interface, 
and that the wavelength of the generated shear wave is much 
smaller than the radius of the rod. The generated shear 


wave can then be considered to be plane of the form: 


t= t. expl Vrfo/n (1 + cm eran, a) 


0 


‘ 


where t is the shear stress amplitude, Te is the initial 
amplitude, f is torsional oscillatory frequency, o is the 
Pao y Omer ne = Tmmersead= medium, n is the coefficient of 
shear viscosity, and r is distance along the direction 
of propagation. 

immGne Case Of saaNewronian fluid the coefficient of 
shear viscosity is given by: jn = /S where S is the shear 
strain and S = oS/ot. If the fluid is assumed to be 
viscoelastic then n is complex and: 

fl ae etic (2) 

This same viscosity can also be described in terms of 


Meoiesromevemouulus, G, which, for the viscoelastic medium, 


is also complex: 


(3) 
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Because enhewmerion of the rod is simple harmonic, S 


is of the form: S$ = pee and hence, S = iS. 


Therefore: 





iL = C | (4) 


The specific radiation impedance of the sediment (z) is 
defined as the ratio of shear stress to particle velocity 


amc ts @ivem by: 


z = Wafno’ (1 + i) = R + ix (sy) 


where R and X are the specific’ shear wave resistance and 
reactance of the sediment respectively. By substituting 
the complex shear viscosity coefficient and separating real 
and imaginary parts, Mason [6] has shown that the following 


relationships exist: 








_ 2RX 6 Ree 
ae Cin Sait 
sed sed 
(6) 
ay R°.x° meter 
ee Wp Go ~ 6 
sed sed 


and the problem of determining the viscosity and shear 
modulus reduces to measuring KR and X. 
Mason [6], Cohen [2], Hutchins [3] and others have 


shown that this can be accomplished by relating R and X to 


ak 





@faneesn cthe resonance frequency and mechanical Q of the 
@ermsternal rod. in the instrument deseribed herein, the 
mechanical impedance Z of the cylinder imbedded in the sedi- 
ment is to be measured directly utilizing torque and angular 
velocity sensors. 

ii ic ie asecumed that at. the SSewseirent interface 
the sedimentary particles maintain contact with the rod 
surface with no slippage then the shear stress is related 
to the torque (T) applied to the rod segment in contact 
with the sediment. and the shear strain is related to angular 


velocity (6) of the rod, then: 


| | 


where ¢ is the phase angle between T and Q. 

If the assumptions used in deriving een (1) are 
valid, that is, if the shear waves eee into the medium 
surrounding the cylinder are rapidly damped and are essen- 
tially plane, then the torsional mechanical impedance (Z) 


due to radiation of the shear waves should be given by: 
a | 
Z = (R + iX) Aa® (8) 
where A is the surface area of the cylinder exposed to the 


medium 2nd ais its effective radius. Thus a combination of 


equations (5), (6), (7), and (8) provide a means for 
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evaluating the real and imaginary components of the shear 
modulus in terms of the observed mechanical impedance. 

The proposed method requires experimentally determined 
calibration curves for the angular velocity and torque 
sensors of the viscoelastometer. An optical measurement 
of the mechanical displacement of the rod, ae & known 
frequency, as a function of velocity sensor voltage provides 
the calibration for the velocity sensor. The torque signal 
can then be calibrated by attaching masses of known moments 
Of inertia Co the head of the probe and obtaining data so 
that the calibration constant can be solved for analytically. 
Once calibrated the problem of determining Z is then reduced 
to measuring the torque, angular velocity and the phase 


difference between them. 


HES 





mii. THE ViISCOEEASTOMETER 


A. GENERAL DESCRIPTION 

Dicirte 1 toeamokeuch of the viscoclastometer. It 
consists of: (1) a metallic head 3 inches long, with vanes, 
which will execute torsional oscillations and generate shear 
waves in the sediment and is tapered to minimize disturbance 
of the sediment upon insertion; (2) an electro-dynamic 
velocity sensor enclosed within the oscillating head; (3) a 
torque sensor sore SP Iee of a 2-inch long barium titanate 
torsional transducer designed to produce an electrical 
signal which is proportional to torsional stress; (4) a 
stainless steel tube 26 inches long and 0.75 inches O.D. 
(both ends of the rod were "plugged" and the lower end bored 
for the passage of wiring from the torque and velocity pick- 
Bp) 365) & hollow eylindrical barium titanate transducer 3 
inches long fabricated to produce torsional motion when 
driven electrically; (6) a massive supporting flange with 
handles for insertion of the device into the sediment and 
a "screw-type" fitting for the addition of either a mass or 
a resonant system to provide a reaction for the drive trans- 
ducer which will tend to cause the upper end of the drive 
transducer to be a nodal plane so that the length from that 
point to the head is nearly one-quarter of a wave-length 


long at the first resonant mode. 
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B. THE ODRIVE HEAD 

Figure 2 is a sketch of the drive head of the probe. 
lemme ornsists of M4 Steel head 3 imehes long, 0.75 iImches O.D. 
and tapered at one end for insertion into the sediment with 
a minimum of disturbance. Four tapered vanes 1.5 inches 
Hong, 0.2 inches wide and 0.03 inches thick are located in 
quadrature. The head has a bore of 0.5 inches in diameter 
and 1.25 inches deep for placement of the velocity pick-up. 
Mme head was constructed in twoypieces with a screw-thread 
fitting and "o-ring" seal to permit access to the velocity 
pick-up and to permit changing of the vane-section to heads 
of various vane size. 

In designing the head the seleerion ef an optimal 
length was constrained by the fact that the length of the 
head and the barium titanate torque pick-up should be small 
compared to the resonant wavelength of the torsional 
standing-wave so that the variations in toraue and angular 
velocity along the "active" region are negligible. Coupled 
with this constraint is the additional restriction that the 
head be large enough to enclose a velocity sensor of prac- 
tical dimensions. The tapered vanes were included to give 
the head the properties of the vane shear device utilized 
in engineering properties studies. Since the head is 
removeable it is envisioned that later research will 


investigate the effects of various vane sizes and shapes. 
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Cae Wit VELOCITY PICK-UP 

A sketch of the velocity pick-up is shown in Figure 3. 
It consists of a ferromagnetic frame inside of which is 
wound a coil consisting of 168 turns of 36 gauge wire with 
a measured resistance of ll ohms. A small iron-cobalt 
permanent magnet is suspended at the center of the frame 
with a "soft" fiber suspension so that the torsional motion 
of the rod does not couple to the magnet and it acts as 
essentially an inertial element at frequencies of interest. 
The magnet is oriented within the frame for maximum flux 
linkage. Side pieces of lucite are attached to the frame 
so that the device is cylindrically symmetric with a 0.5 
inch 0O.D. and is 0.75 inches long. The pick-up is then 


inserted into the drive head and secured with a set screw. 


D. THE BARIUM TITANATE CERAMICS 

Both the drive transducer and the torque sensor are 
constructed from commercially available ceramics (see Gulton 
Industries Ine. or Vernitron Piezoelectric Division catalogs) 
feet are 0.75 inch O.D. and 0.5 inch I.D. Mason [7] has 
shown that to achieve torsional vibration the axially polar- 
ized ceramics may be sliced longitudinally and then reassem- 
bled to achieve the residual polarization shown in Figure 4. 
The joints were cemented with epoxy resin and each joint 
contains a thin wire mesh to control glue joint thickness 
and to establish the excitation field. The drive transducer 
was constructed with external tabs, as shown in Figure 4, 


for the electrical connections. The torque sensor was 
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constructed with internal tabs. After assembly of the probe 
the external surfaces of both ceramics were coated with an 


aoa eomlacgucwel Oreeclectrical ansulatvion and waterproofing. 


E. MECHANICAL ASSEMBLY 

In assembling the probe all joints were "butt" fitted 
and cemented utilizing Techkits A-l2 eposy resin. A nylon 
mesh gasket approximately 5 mils thick was utilized at each 
joint to maintain a uniform glue joint thickness. A threaded 
rod attached to one end of the 26-inch rod and which passes 
Garough the drive transducer and into the supporting flange 
provides additional mechanical strength at this large 
stress region and also provides a means of applying a con- 
trolled static compression to the drive transducer. All 
Wiring for the torque and velocity sensors is internal to 
the device with access through two small holes at the top of 
mee Stainless rod. 

To minimize stray electrical pick-up all external wiring 
was shielded with metallic braid. A common electrical 
Preund was provided by utilizing conducting epoxy strips 
aerOss the insulated ceramics to electrically connect all 
external metallic components. 

To insure the water-tight integrity of the lower 
assembly the velocity sensor set-screw access was sealed. 
Duco cement was utilized because it provides the necessary 
seal and is, at the same time, soluble in acetone and other 


solvents. 
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F, ADDITIONAL DESIGN CONSIDERATIONS 

As previously mentioned the lengths of the ceramics and 
the metallic head are fixed by either their commercial 
availability or by specific design constraints. Thus in 
M@evermanane what leneth the device should be for a given 
resonant frequency the only variable is the eaeth of the 
stainless rod. 

In designing the device the ceramics were selected to 
insure sufficient torsional drive at relatively low applied 
voltages and sufficient response from the torque sensor. 

The metallic head was then designed within the constraints 
previously mentioned. Because a first resonant frequency of 
approximately 1000 Hz was desired, the length of the stain- 
less rod was obtained by the following procedure: 

1. The probe was initially considered to be a homo- 
geneous rod fixed at one end and free at the other. Thomson 


[9] has shown that for a fixed frequency, the length is 


= a 2 (9) 


Weere = G 1c the rigidity, 9 ts the density of the rod and 


given by: 


w IS the angular frequency. Utilizing values of G@ and p for 
type 347 stainless, L was found to be 82.5 em. 

ec. The probe was then analyzed as a cylindrical rod 
77.6 inches long which is fixed at one end and which has a 
solid cylinder 4.9 cm long attached at the other. Following 


the treatment given in Thomson [9] the resonant frequency 


a 





is found by considering 


8 tan g = a : (10) 
O 


where De is the moment of inertia of the rod, Jo is the 


moment of inertia of the cylindrical mass and 


wy & itis 
= i 
Then saa ; (12) 


Again utilizing the appropriate values for type 347 stainless 


WD 
1 





mers bound Fo be 925 HZ. 
3. since the rod is not homogeneous and Jo is not known 
exactly the error in the above analysis is found by consider- 


ing equation (12): 


y+ GG (13) 


G (347 stainless), ais 


From equation (10) and 


R 


Since G (barium titanate) 


approximately zero and a ~ = 


assuming the worst possible case that a is only known to 


within a factor of 2, it was found that = 0.038 and 


ie=wgie5e2 35. Hz. 


Cw) DUAReAT EONS OF THE DEVICE 
One of the assumptions inherent in the design of the 
viscoelastometer is that the region over which torque and 


angular measurements are made is small compared to the 


Ly, 





wavelength of the torsional standing wave along the rod, 
and hence the angular velocity is essentially uniform. Since 
this region is 3 inches long and at the first resonant mode 
of 925 Hz the wavelength of the torsional wave is approxi- 
mately 120 inches, this is a valid assumption. At the third 
resonance the assumption remains valid but beyond that the 
approximation no longer holds. Thus the useful range of the 
probe is approximately 900 - 2700 Hz. To extend that range 
would involve miniaturizZing of the torque and velocity pick- 
Deaeeven more than they are now. 

(emote midweiiun Ol une research Cescraped In this 
report has been to develop a technique for measuring the 
viscoelastic properties of water-saturated sediments in situ 
the viscoelastometer ee ee extremely fragile for in 
Situ measurements. It is, rather, a means of verifying the 
technique for measuring the radiation impedance; "hardening" 


of the device can come later. Specific areas of weakness in 


the probe are; (1) mechanical weakness of all cemented joints, 


and (2) fragility of the velocity pick-up. 
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IV. TEST RESULTS AND CALIBRATION TECHNIQUES 


(tie -dstaeranesnown in figure 5 represents the experimental 
set-up utilized in testing and calibration of the probe. 
Several features of this set-up are critical and worthy of 
murener explanation. The type and Vengtn of eramlenae from 
the torque and velocity sensor are shown because it was 
Pouma cnageonese leads are critical to the calibration and 
operation of the device because of phase shifts introduced 
my tne cables. The torque Signal is first passed through a 
vacuum tube voltmeter (VIVM) used as a voltage amplifier. 

Not only is this a convenient method of measuring the ampli- 
tude of the signal but more importantly the amplifier serves 
as an impedance matching device thus minimizing the electri- 
cal loading on the torque sensor. In spite of the precau- 
tions taken to minimize stray pick-up, a considerable amount 
of noise was present, particularly on the velocity signal. 
mMemee, pass band filters are utilized to filter out both 
high and low frequency noise. 

Quite naturally the first test conducted on the device 
was a check of resonance. The primary resonance of the probe 
occurs at 906 Hz and thus is within the uncertainty limits 
of the calculated resonance. Third harmonic resonance occurs 
at 2720 Hz. Thus the useful range of the device is approxi- 
mately 900 - 2700 Hz. Actually, useful output from the 
sensors is obtained only in the neighborhood of the resonance 


frequencies. 


el 





A qualitative check of probe performance was next con- 
ducted. At a fixed level of drive voltage the torque and 
velocity signals were observed on a dual-trace oscilloscope 
while the device was in air. The head of the probe was then 
immersed in mud and at the same drive level the signals were 
again observed on the scope. Figure 6 shows samples of the 
observed signals. Although these photographs are not quan- 
Mioadoively Significant they do clearly illustrate the reduc- 
tion in signal strength and a measurable phase shift when 
the device is immersed in mud. Also observed was the mea- 
surable shift in resonant frequency so instrumental to the 
work of Mason [6], Cohen [2], Bieda [1], and others. 

Having confirmed that the device was operable it was 
then necessary to determine if the device could, in fact, be 
fwepravea. In adeverminineg whether or not the probe could 
be calibrated it was reasoned that if, at resonance, the 
merge ana velocity Signals were plotted against drive 
voltage and a linear relationship was found to exist over 
all or part of the range, then the two signals could be 
calibrated. Two data sets were obtained and are plotted in 
Figures 7 and 8. Clearly the mandatory linear relationships 
exist and thus the device can be calibrated. The difference 
in the slope between data sets I and II is believed to be 
due to data set I being taken when the drive was slightly 
OMm=resonance. The™cause of the discontinuity in curve Il 
which occurs between 14 and 15 volts drive is unknown but 


UMe™hact that it occurs in both the torque and velocity 
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signals would seem to indicate that its source lies in the 
Upper portion of the probe. A possible explanation might be 
that it represents a mechanical slippage at one of the 
threaded joints. 

Prior to proceeding with a.w.allibmation of the device it 
was considered imperative that the torque and velocity 
signals of the probe immersed in mud be plotted as a function 
of drive voltage. Again one would expect a linear relation- 
ship to exist between the signals and the drive voltage, 
Pimear at ieast to the point where the motion of the rod 
becomes sufficiently large that slippage at the rod-sediment 
imGertface occurs. As Hagures 9 and 10 indicate, this linear 
relationship is clearly evident throughout the range of drive 
voltages considered. Thus, not only can the device be cali- 
braved but it can adso be used in mud at any drive level up 
to and including 20 volts without violating the approxima- 
tions inherent in the theory of operation. 

The following procedure was utilized to calibrate the 
emeutar velocity sensor. Utilizing a Unitron type MeC3 -2332 
microscope with internal illumination and calibrated grid, 
the actual peak-to-peak erento displacement of the probe 
head was observed as a function of velocity sensor output. 
The displacement data were then converted into peak angular 
velocities (6) and plotted as a function of sensor output 
voltage (in RMS volts). Figure 11 presents the observed 
Gaya ameraphical form. Utilizing the 20 observed data 


points and the origin, least square fitting of a regression 
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line was performed. The slope of this line then represents 
the velocity sensor calibration constant. Experimental 
uncertainty was then determined by statistical methods. As 
a result of this procedure the calibration constant was 
found to be Le = 7 wie + OmO92 mv t-seer (1.2% accuracy). 

The procedure for calibrating the torque sensor involves 
adding disks of knewn moment of inertiaeto the oscillating 
head and observing the torque and velocity signals. Since 
the mechanical system is completely analogous to a series 
ieuwctive circuit if dissipative losses can be ignored, the 
calibration constant can be determined analytically. Appen- 
dix I tabulates the observed data, presents a derivation of 
Vie ONiasiylical "solutions and a sampler calewllation. since the 
number of data points was insufficient for a statistical 
determination of precision the derived equation was utilized 
Vercacvermine dafferential errors. As a result of this 
procedure the calibration constant was found to be 


Ky = 7-12 3 0.51x10° dyne-cm-volt~+ (RMS) (7.2% error). 
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V. RECOMMENDATIONS 


It is imperative to remember that the viscoelastometer 
described in this paper is calibrated for use with a specific 
equipment hook-up. Any changes to that hook-up will require 
a complete recalibration. The device is thus severely 
limited but, because of the simplicity of the calibration 
procedure, this is not considered a critical deficiency. 

Although an approximate relationship between the measured 
mechanical impedance and these physical properties has been 
G@escribed in Chapter II, the theory has not been fully 
developed for this particular device. It is recommended 
that a more precise relationship be developed. 

Because of the fragility of the present device it should 
De redesigned to strengthen it for in situ measurements. 
This would involve strengthening of all mechanical joints 
and improvement of the velocity pick-up. The latter might 
be accomplished by utilizing another torsional ceramic 
mounted so as to serve as an inertial element. While this 
Meuld measure angular acceleration, the simple harmonic 
nature of the driving function makes this easily convertible 
tCemaneitarmeyelocity. 

The present probe has a useful range of 900 - 2700 Hz. 
Consideration should be given to extending the range of the 
device eam le this would involve miniaturizing of the 
velocity sensor this is not considered an insurmountable 
preoolem particularly if a torsional ceramic is utilized as 


the sensor. 
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Throughout this research instrumentation has presented 
severe problems. The small signals produced by the velocity 
Deck=-up makes induced noise a particular problem, especially 
when attempting to accurately measure phase shifts. The 
output voltage and phase of the torque sensor are very 
sensitive to the electrical loading of the connecting cables 
and measuring instruments. Tentative solutions were found 
but they all involved the addition of bulky, costly equip- 
ment. Present day integrated circuit technology makes many 
Meeume problems experienced correctabite by less costly, more 
efficient means. ‘Sigal boosting and impedance matching 
devices can quite easily be incorporated within the space 
limitations of the present probe, and it is recommended that 


considerable effort be directed in this area. 
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Comedies ca il 
symmetry 


: Electrical connections 
lieve weremeil 


Ferromagnetic 
Frame 0.5 in. wide 
Dig Bee 1 neers. 
Ve Mirn coal wot 
36 gauge wire 
wound within. 
Tron-cobalt 
permanent magnet 
suspended by 
Neote. fiber 
suspension 





beurre 3. Sketch of Velocity Pick-Up 
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BDOXy =o1nt containing 
A wire mesh to control 
Joint thickness and 


be, establish excitation 
{ / 


Barium Titanate 
CCmomibes:. 027517. 
OMe raneeeOn5 Ai dl. D. 
DRIVE TRANSDUCER 3 in. 
long, Torque Sensor 

2 tae Lone 


meure 4. Sketch of Torsional Transducer 
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Observed Torque and Velce 
: 


3 
Air (torque signal equals 7.90 v RMS; 
Velocity signal equals 0.44 mv RMS; 
phase angle equals +75.1°) 





Figure 6B 


Peserved Torque and Velocity Signals in 
Mud (torque signal equals 0.324 v RMS; 
Velocity signal equals 0.0165 mv RMS; 


phase angle equals 89° 
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AERENDEX 1 


TORQUE SENSOR CALIBRATION ANALYSIS 


An analogous electrical circuit for the mechanical 


impedance of the head is 


where: Jj} iS moment 

of inertia of probe 
head and Jo is moment 
of inertia of added 
Gisk. It is assumed 
that energy dissipation 
is negligible. 





For the no load condition, J5 = 0 and: 


where Kr and Ko 
are calibration constants 
for the torque and 


Teer KnVn = ivk,V,d 


KaVin velocity sensors 
nen Jy = respectively, w is the 
iwK,V, angular frequency and Vm 


ana Vee are Unewrespee Ve 
sensor output voltages. 
Under load conditions, 


T! = (J,+5,)0's Kp," = ( setae! iO ke 
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Moments of inertia of Disks are: 


Bisk 1: 19.15 em-cm@ Disk 3: 130.9 gm-cm* 


2 


Disk 2: 61.10 gm-em Disk 4: 249.0 gm-cm@ 


As a sample calculation consider the data for disk L 


_ On x 987 x 7.46 x 9.62 x 107+ x 19.1 _ 7.72 x 10° 
fr 7 97 9.63 a 
14.65 = 906 x T0.1L nee ey 


= 6.08 x 10° dyne-cm-volt ~~ 


CALIBRATION TEST DATA 


PoaGeocndiuion Torquessensor Velocity Sensor Frequency of 


Output ; Output Osen tay. on 
RMS Volts RMS Volts > - P 
No Load 2 10.1x107" 906 
Disk l. 14,65 9.62x107" 897 
Disk 2. 1505 8.88 x 107" 875 
Pasi 3. 16.90 8.25 x107" 847 
Disk 4. 16.90 6.70 x 107" 802 


38, 





BIBLIOGRAPHY 


Bieda, G. E., Measurement of the Viscoelastic and 
Related Mass Physical Properties of Some Continental 


hem@ence seegiments, M.S. Thesis, Naval Postgraduate 
Schael, 1970. 


Cohen, S. R., Measurement of the Viscoelastic Properties 
Gimweater=semuraveds Clay Sediments, M.S. Thesis, Naval 


Postgraduate School, 1968. 


Ceinchwniiawe ds. ih. , limmestacation of the Viscoelastic 
Prepenteees of a Water Saturated Sediment, M.S. Thesis, 


Naval Postgraduate School, 1967. 


res lemme Gore. , aad A. R. Frey, Nundamentals of Acousvics, 
end Edition, Wiley and Sons, Inc., 196e. 


feasovwel ine J Be jee Comparison of Two Methods For 
Measuring Rigidity of Saturated Marine Sediments, M.S. 


meets, Naval rosteraduate School, 19/0. 


Meson, W. P., Measurements of the Viscosity and Shear 
Elasticity of Liquids by Méans of a Torsionally Vibrating 
Cmysteal, Teenseetions of the A.S.M.E., May 1947, 

Bap 320 se7 0. 


Wi@eon wen. P., divsiicalwAcoustics and the Properties of 

Solids, Van Nostrand Company, Inc., 1958. 

MeSkimim, H. J., Measurement of Dynamic Shear Viscosity 
ana sGafiiness of Viscous Liquids by Means of Traveling 

Torsional Waves, The Journal of the Acoustical Society 


Olemerica, v. 25. No. 4, 1952, me. 355-365. 


maeomcOmwmen. ©. , Mechanical) Vibrations, 2nd Edition, 
Peentice-Hall, Ime., 1953. 


4Q 





ilo 


DG TAG DISTRIBUTION LiIsT 
No. Copies 


Defense Documentation Center 2 
Cameron Station 
Alexandria, Virginia 22314 


imi carey, Code 0212 . 2 
Naval Postgraduate School ; 
Monterey, California 93940 


Professor 0. B. Wilson, Jr., Code 61W1 5 
Department of Physics 

Naval Postgraduate School 

Monterey, California 93940 


Professor R. S. Andrews, Code 58Ad 5 
Department of Oceanography 

Naval Postgraduate School 

Monterey, California 93940 


John H. Morgan II 1 
gies Phillip Circle 
Marina, California 93933 


Office of Naval Research aL 
Code 480D 
APiemetvon, Virginia 22217 


De. Wiliaam R. Bryancv At 
Texas A&M University 

Department of Oceanography 

College Station, Texas 77843 


Dr. Davis A. Fahlquist i 
Texas A&M University 

Department of Geophysics 

College Station, Texas 77843 


Dire Eye iy Hamilton il 
Naval Undersea Research and Development Center 
san Diego, California 92152 


Dr. A. L. Inderbitzen 1 
Lockheed Marine Laboratory 

3380 N. Harbor Dr. 

San Diego, California 92101 


41 





Security Classification 












DOCUMENT CONTROL DATA-R&D 


(Security classification of title, body of abstract and indexing annotation must be entered when the overall report Is Classiffed) 
My. ORIGINA TING ACTIVITY (Corporate author) 


Naval Postgraduate School 
Monterey, California 93940 







2a. REF ORT SECURITY CLASSIFICATION 


Unclassified 


26. GROUP 


Design of an Instrument to Measure the Shear Modulus of Soft 
Sediments 


REPORT TITLE 





4 OESCRIPTIVE NOTES (Type of report and, inclusive dates) 


Master's Thesis: Sentembe : : ; 


AUTHOR(S) (First name, middle initial, leat name) 


mohn Henry Morgan II 





ry 
| 
: 





ry REPORT OATE 7@. TOTAL NO. OF PAGES 7b. NO. OF REFS 
me OED } 3 om poe 


. CONTRACT OR GRANT NO. 





$e. ORIGINATOR'S REPORT NUMBERIS) 


.« PROJECT NO. 


, 9b. OTHER REPORT NOI(S) (Any other numbere that may be aseaigned 
this report) 


_ DISTRIBUTION STATEMENT 


Approved for public release; distribution unlimited. 


> SUPPLEMENTARY NOTES 12. SPONSORING MILITARY ACTIVITY 


Naval Postgraduate School | 
Monterey, California 93940 


ABSTRACT 


ive design considerations and the construction détails of @ 
torsionally oscillating vaned probe viscoelastometer to be used for 
measurement of the shear modulus of soft sediments are presented. 
Its operation involves measuring the reaction to the radiation of 
shear waves into the sediment from a vaned cylindrical probe which 
Bxecutes simple harmonic torsional oscillations. The radiation 
reaction should be sensitive to the viscoelastic parameters of the 
sediment. Torque and angular velocity sensors at the probe head 
provide a means of measuring the mechanical impedance. Sensor 
calibration procedures and their results are described. The 


instrument operates at frequencies in the neighborhood of 900 and | 
#700 Hz. | 


DD Fora 1473 (PAGE 1) 


S/N 0101-807-6811 ho Security Classification nico, 








Security Classification 


KEY WOROS 


Shear Modulus 
viscoelastometer 
Rigidity Modulus 
Mechanical Impedance 


Specific Radiation Impedance 


DD Fo {473 (ack) 


S/N 0101-807-6824 


Pie 


Proce] wr [rove] wi 


Security Classification 


Peoce | wr 


A-31409 

















thesM82264 


i 


1 eg 


